If worst comes to horrible - sealing an iatrogenic coronary perforation with a polytetrafluoroethylene-covered stent in a patient with aspirin intolerance.
This report outlines the long-term outcome after successful sealing of a coronary perforation with a covered stent in a patient with aspirin allergy.